Introduction
The functional properties of micro-structured surfaces have gained increasing interest thanks to many applications in various products used in markets ranging from consumer goods to life sciences [1] . These properties are often limited by and related to the production method of the structure: functional master structures can be produced by means of micro-machining [2] , diamond chiseling [3] , laser ablation [4] or lithographic methods [5] . Then, the master structure can be replicated by means of techniques like hot and roll embossing or thermoforming [6] , but the most important method for mass replication remains injection moulding [7] . The functionalities that may be achieved range from tribology properties [8] , i.e. reducing friction between lubricated sliding surfaces [9] , to microfluidic diagnostic devices [10] , sensors [11] , and optical structures. The last qualifies as one of the biggest markets. Many applications are about colour generation. Saito [12] provided examples of biomimetic inspired design approaches to obtain structural colour, which has a variety of potential applications because of its long-term resistance to discoloration and its pigment-free nature. In other fields, anti-reflective properties are required to increase the share of transmitted light, to improve the contrast of displays, and to avoid the formation of ghost images in imaging and illuminating systems [13, 14] . Similarly, the modelling of surface reflectance is a key area of study within several fields, including computer graphics where it is one of the main components that determines appearance. Weyrich in [15] proposes a system for manufacturing physical surfaces that, in aggregate, exhibits a desired surface appearance. Furthermore, widespread approaches use arrays of asymmetric surface features, such as arrays of grooves, inclined pillars, and helical protrusions, to impart unique anisotropy in optical properties [16] . In this study, directional optical properties were achieved with a microstructure composed of a close array of ridges (figure 1), as described by Li in [17] . The scope was to create a surface with custom reflectance functions, similar to those obtained by Levin in [18] but using durable micro-milled structures. In particular, the purpose was to maximize the reflectance from a certain point of view and minimize it from its orthogonal position (figure 2). Using this principle, two adjacent orthogonally oriented arrays of ridges would generate a black and white contrast effect. This is referred to as orthogonal contrast.
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However, in order to verify the functionality of the surface, there was a need for an accurate evaluation of the optical properties of the geometry, in particular the reflectance of the surface for a specific angle and tilting. For this evaluation, a method involving a Hirox RH-2000 digital microscope used as a gonioreflectometer has therefore been developed.
Experimental Methods
The evaluated sample was composed of four different anisotropic surfaces, designed as a combination of ridges with length 50 μm and defined by their angle in respect to the surface, 5, 10, 15 and 20 degrees. Each surface has a dimension of 2 mm by 2 mm. The geometry has been milled on a steel bar by a precision five-axis milling machine. The milling parameters have been chosen experimentally and optimized accordingly [17] . Its replicas were obtained through replica technology using silicone rubber [19] and hot embossing of Acrylonitrile butadiene styrene (ABS). In the former, Accutrans AB Polyvinylsiloxane by COLTENE Holding AG was poured directly on the surface, pressed and cured for 5 minutes, before being carefully removed to avoid strain. In the latter, the replication took place using Terluran RP-35 ABS by Ineos Styrolution on a Hydraulic Unit by Carver, Inc. The plates were kept at 220˚C and pressed at 16 MPa for 30 seconds.
Measurement Method
The radiometric measurements were carried out using a Hirox RH-2000 digital microscope operated as a gonioreflectometer, allowing for observing a sample under varying inclinations and azimuthal angles. This was achieved through the microscope's built in tilting functionality combined with a rotation stage, as shown in figure 4 . In addition, the microscope was modified to hold a constant LED based light-source at a fixed baseline relative to the optics, ensuring a constant camera-light-source angle; in the Rusinkiewicz parametrization [20] , this angle is referred to as θd. This particular setup was created to simulate the scenario of a smartphone observing the surface under the illumination of the camera LED flash. To obtain reflectance measurements from a CCD camera, the radiometric quantities are needed instead of the original pixel values obtained from the microscope camera. A conversion from pixel values to radiant exposure (J/m 2 up to an unknown scaling factor k) is possible using high dynamic range (HDR) imaging. This means taking multiple images with different exposure times and merging them to a single image with radiant exposure values of floating point precision [21] . Debevec and Malik [21] carefully justify the use of multiple exposures to obtain radiometric image values. Their method involves measuring the camera CCD response function and using this as a weighting function when doing the merging. In practice, three images at predefined exposure times, or stops, are captured. Each image with a shorter exposure time covers the part of the radiant exposure range that is clamped by the CCD in the image with longer exposure time. Since the same light source is used for all images, the unknown scaling factor k will be the same and only the reflectance will change with the inclination and azimuthal angles. Reflectance values can thus be compared by inspecting differences in radiant exposure values between HDR images of different configurations. The contrast between two surfaces, or two orthogonal views of the same surface, can therefore be measured by calculating the difference between the respective HDR image values.
Application It is important to define a few parameters:
 Each sample is defined by its ridge angle (figure 3);  θ refers to the tilting angle of the microscope (inclination in figure 4-5) ;  φ is the azimuthal rotation of the sample about its central axis. (stage rotation in figure 4 ).
Uncertainty Evaluation
The milled metal sample has been used to evaluate the uncertainty related to the measurements. In order to define the uncertainty, the microscope has been kept perpendicular to the surface (θ = {0}), while the samples, the surfaces defined by angle 5 and angle 10, have been rotated for half a circumference (φ = {0;45;90;135;180}). There is not a standard that defines the components of the uncertainty on this measurement method. Therefore, a type A uncertainty evaluation as prescribed by GUM [22] has been used:
Where U is the expanded uncertainty, k is the coverage factor and
.
The latter is the standard deviation of the mean value of a number n of measurement results x, corrected by a safety factor h. Six measurements have been taken for each of the ten selected positions, which are reported in table 1. The table also reports the average radiance values and the relative calculated percentage uncertainty, obtained applying a safety factor of 1.3 and considering a coverage factor of 2 (confidence level of 95 %). Probable causes of the uncertainty are the scattering of the light from the surface and the errors due to the manual handling of sample and instrumentation. It is evident that the uncertainty rises with the increase of the radiance. The highest uncertainty, 21 percent of the average exposure, was given by the configuration "ridge angle 5 -φ 180", in which most of the light is reflected back to the microscope's lens. Nonetheless, the p-values from the paired t-tests between all the configurations were below 0.05 meaning significant differences between the means, hence the method was successful in the characterization of the trend. 
Functionality on different plastic materials
Four samples in the two different materials and exhibiting diverse colours have been produced (table 2) : two samples in ABS, dark green and blue, and two in silicone, light green and brown. The inclination of the microscope θ ranged ±20°, while the samples were placed at azimuthal angles φ = {0, 90,180}. The analysis of the collected data was focused on the determination of:  Preferable ridge angle that maximazes the contrast between perpendicular structures;  Colour and material that maximizes the contrast;  Colour and material that gives the highest reflectance. Figure 7 shows the data means analysis of the reflectance, while figure 8 presents a similar study on the contrast. The plots report the means for each value of a selected variable for every collected response. The vertical direction of the microscope (θ = 0) produced the highest average reflectance, while the tilting strongly reduced it ( figure 7 ). For what concerns the ridge, smaller ridge angles are preferred: the 10-degree ridge gave the best solution also in terms of contrast (figure 8). Finally, blue and light green had the highest absolute reflectance (figure 7), but performed poorly in terms of contrast (figure 8), and while the difference is small, ABS guarantees a better contrast. The directionality of the geometry makes the contrast 0° -90° stronger than the 90° -180°. 
Conclusion
The present study investigated the functionality of a microstructure composed of a close array of ridges, of distance 50 μm, milled on a steel bar and replicated through hot embossing and silicone replica technology. The purpose was to maximize the reflectance from a certain point of view and minimize it from its orthogonal position. A method involving a Hirox RH-2000 digital microscope was developed. The microscope was used as a gonioreflectometer using calibrated High Dynamic Range (HDR) imaging to extract the radiant exposure of each surface at varying light and camera positions. The method was able to successfully evaluate both metal and plastic samples. It was noticed that the uncertainty related to the measurements varied from as low as 1 % of the average reflectance for low reflective surfaces, to 20 % for a highly reflective surfaces. Regarding the plastic sample, the 10 degrees ridge and ABS produced the best results in term of contrast. The latter was also enhanced by darker colours of the materials.
